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INTERPRETATION 
 

Result Description and 
Reporting 

Reporting/Follow-up  Image 

Positive  The presence of the 
test line (T) and the 
control line (C) within 
the result window, 
regardless of which 
line appears first, 
indicates a positive 
result. 

Report result as positive on the Panbio 
COVID-19 Ag Rapid Test – Result Log 
Sheet.  
 
Ensure health care provider does not 
continue working. Instruct them to follow 
AHS and Alberta Health guidelines for 
isolation. Tell them this result is a 
SCREEN and must be confirmed. Direct 
them to book confirmatory testing through 
the AHS portal. 
 
Document positive result on the Rapid 
Antigen Sreening Positive and False 
Positive Tracking Record.  

 

 

Negative  The presence of only 
the control line (C) 
and no test line (T) 
within the result 
window indicates a 
negative result. 

Report result as negative on the Panbio 
COVID-19 Ag Rapid Test – Result Log 
Sheet. 
 
No further action/follow-up is required.   

Invalid  If the control line (C) 
is not visible within 
the result window 
after performing the 
test, the result is 
considered invalid. 

Report result as invalid on the Panbio 
COVID-19 Ag Rapid Test – Result Log 
Sheet.  
 
Repeat testing. If results continue to be 
invalid, follow process for screen positive 
result (do not continue to work, isolate and 
book confirmatory test).  
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